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Zusammenfassung  

 

Einl eitung : Ziel dieser Studie war es, eine in vivo Untersuchung bezüglich der 

Korrosionskinetik und Reaktionen bei Koimplantation von dauerhaften Materialien 

wie Titan (Ti) und bioresorbierbarem Magnesium (Mg) durchzuführen, um folglich 

deren gegenseitigen Einfluss hinsichtlich Materialeigenschaften und Degradations-

rate zu evaluieren und quantifizieren. 

Die Anwendung von bioresorbierbarer Implantationsmaterialien konnte in den 

letzten Jahrzehnten sowohl in der pädiatrischen Chirurgie und Traumotologie als 

auch in der zahnmedizinischen Chirurgie und Implantologie an Interesse gewinnen. 

Zurückzuführen ist dies auf deren positiven Materialeigenschaften wie 

beispielsweise der hervorragenden Biokompatibilität und Osseointegration sowie 

deren guten mechanischen Eigenschaften. So kann es jedoch bei einer 

Koimplantation aufgrund des unterschiedlichen elektrochemischen Potenzials der 

Metalle und der daraus resultierenden Bildung einer galvanischen Zelle zur 

Beschleunigung der Degradationsgeschwindigkeit kommen. Jenes unbeständige 

und teils unvorhersehbare Korrosionsverhalten wird als limitierender Faktor für die 

Anwendung von bioresorbierbaren Mg als Alternative zu herkömmlichen 

Implantationsmaterialien diskutiert. 

 

Material und Methoden:  Im Rahmen eines chirurgischen Eingriffes kam es bei 

zwei Versuchsgruppen zu einer bilateralen transkortikalen Koimplantation von Pins 

(ø= 1.4 mm, h= 6 mm) aus einer Mg-basierten Metalllegierung (ZX00) und Ti-6Al-

4V (Titan Grad 5) in die Tibiae der männlichen Versuchstiere, 24 Spraque-Dawley® 

(SD) Ratten, mit einem Abstand von 5 und 10 mm. 

Der Kontrolle dienend, kam es bei zwei weiteren Gruppen von Versuchstieren zu 

einer Sham-Operation und somit zu einer Bohrung in den Knochen ohne Insertion 

eines Titanpins. Es wurden am Tag der Implantation sowie 4, 8 und 12 Wochen post 

implantationem Mikro CT (µCT) Bilder der implantierten Pins angefertigt. 

Anschließend wurden diese durch die Verwendung der Bildverarbeitungssoftware 

MIMICS Software, Version 23.0 als dreidimensionale Darstellungen rekonstruiert. 

Es folgte eine Quantifizierung des durch die Korrosion entstandenen 
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Wasserstoffgases (H2) sowie die der Veränderungen der Implantatoberflächen und 

der Implantatvolumina. 

Ebenso wurde eine qualitative histologische Evaluierung mittels Methylenblau und 

basischem Fuchsin durchgeführt. Zu verschiedenen Zeitpunkten (T 0, W 4, W 8 und 

W 12) wurde für dasselbe Material eine statistische Analyse mittels Einweg-

Varianzanalyse (ANOVA) durchgeführt. 

 

Ergebnisse:  Wir konnten eine moderate Wasserstoffgasentwicklung über den 

gesamten Versuchszeitraum von zwölf Wochen in all unseren Versuchsgruppen 

verzeichnen. Lediglich in der Gruppe mit der Distanz von 5 mm zwischen den ko-

implantierten ZX00 sowie Ti Pins wiesen die Ergebnisse unserer µCT-Analysen 

eine geringgradig höhere H2 gas Produktion auf. Die von uns beobachtete initiale 

Zunahme des Implantatvolumens und der Oberfläche, konnte auf die Bildung der in 

der Literatur beschriebenen Korrosionsschicht auf den ZX00 Oberflächen 

zurückgeführt werden. Die Messungen des longitudinalen Knochenwachstums 

ergaben ebenfalls eine homogene Zunahme in allen Versuchsgruppen. 

 

Konklusion : Die Ergebnisse unserer in vivo Studien zeigen keinen Einfluss von Ti 

auf die Degradation des bioresorbierbaren ZX00 durch die galvanische Korrosion 

bis zu 12 Wochen nach der Implantation. Ebenso konnte nachgewiesen werden, 

dass es zu keiner Beeinträchtigung des longitudinalen Knochenwachstum kam, was 

ZX00 zu einer vielversprechenden bioresorbierbaren Alternative im Bereich der 

pädiatrischen Chirurgie und Orthopädie. 

Um das Abbauverhalten bis hin zur völligen Auflösung von ZX00-Stiften beurteilen 

zu können, müssen jedoch weitere In-vivo- und klinische Untersuchungen 

durchgeführt werden.  
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Abstract 

 

Introduction:  The aim of this study was to perform an in vivo investigation of the 

corrosion kinetics and reactions during co-implantation of durable materials such as 

titanium (Ti) and bioresorbable magnesium (Mg) in order to consequently evaluate 

and quantify their mutual influence on material properties and degradation rate. The 

use of biodegradable implantation materials has gained interest in recent decades 

in paediatric surgery and traumatology as well as in dental surgery and 

implantology. This is due to their positive material properties such as excellent 

biocompatibility and osseointegration as well as their good mechanical properties. 

However, co-implantation can accelerate the rate of degradation due to the different 

electrochemical potential of the metals and the resulting formation of a galvanic like 

cell. This unstable and partly unpredictable corrosion behaviour is discussed as a 

limiting factor for the application of bioresorbable Mg as an alternative to 

conventional implantation materials. 

 

Methods:  During a surgical procedure, bilateral transcortical co-implantation of pins 

(ø= 1.4 mm, h= 6 mm) made of a Mg-based metal alloy (ZX00) and Ti-6Al-4V 

(titanium grade 5) occurred in the tibiae of 24 male Spraque-Dawley® (SD) rats at 

5 and 10 mm. Furthermore, as a control, magnesium spaced by shams were 

implanted in a group of experimental animals. 

µCT scans of the implanted pins were taken on the day of implantation and at 4, 8 

and 12 weeks post-implantation to quantify the hydrogen gas produced by corrosion 

and the rate of degradation and to detect changes in the implant surface and 

volume. A qualitative histological evaluation was also performed using methylene 

blue and basic fuchsin. At various times (T 0, W 4, W 8 and W 12) of the same 

material, statistical analysis using one-way-analysis of variance (ANOVA) was 

carried out. 

 

Results:  We observed a moderate hydrogen gas production in all our experimental 

groups over the entire experimental period of twelve weeks. Only in the group with 

the distance of 5 mm between the co-implanted ZX00 and Ti pins did the results of 

our µCT analyses show a slightly higher H2 gas production compared to the rest of 
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the experimental groups. The initial increase in implant volume and surface area we 

observed could be attributed to the formation of the corrosion layer on the ZX00 

surfaces described in the literature. The measurements of longitudinal bone growth 

also showed a homogeneous increase in all test groups. 

 

Conclusion:  The results of our in vivo studies show no influence of Ti on the 

degradation of bioresorbable ZX00 due to galvanic corrosion up to 12 weeks after 

implantation. Furthermore, it could be shown that there was no impairment of 

longitudinal bone growth, making ZX00 a promising bioresorbable alternative in the 

field of paediatric surgery and orthopaedics. To estimate the degrading behaviour 

up to the total dissolution of ZX00 pins, however, more in vivo and clinical research 

must be done. 
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1 Introduction 

 

Different types of implants are already in clinical use in dentistry, more precisely 

dental implantology, orthopedics as well as trauma and paediatric surgery. 

In recent years, however, the usage of bioresorbable Mg implants in the field of 

orthopedics, paediatric and trauma surgery have proven to be an excellent 

alternative to conventional durable implantation materials such as titanium. 

Especially because of their outstanding properties such as a density and elastic 

modulus approximately similar to the bone, excellent osseointegration and 

osteoconductivity as well as biocompatibility. 

Thus, the so-called stress shielding effect is also minimised by the elasticity mode 

(e-modulus), which is similar to that of bone. The so-called e-modulus represents a 

reference value for the existing stiffness of a material. 

The advantage of using bioresorbable implant materials such as Mg is that they are 

gradually dissolved and absorbed in the human body. Therefore, eliminating the 

need for a second surgical procedure to remove the implant and therefore reduce 

the risk of developing comorbidities. 

However, co-implantation of Ti and Mg can lead to corrosion due to their opposite 

electrochemical potential in the galvanic series, which can sometimes have a 

reciprocal effect on their material properties and degradation. 

This corrosion reaction can result in strong hydrogen gas (H2) evolution and 

following release to the surrounding tissue, pH changes and Mg ion release. 

In order to prevent the disadvantages of too rapid degradation, modifications and 

changes can be made to the implant surface or the alloy composition can be 

changed (1-8). 

 

Investigations into Mg as an implantation material for medical use began as early 

as 1898 by the Austrian physician Erwin Payr. Another pioneer in this field of 

research was the Belgian physician and scientist Albin Lambotte. 

In 1902, Lambotte carried out a fixation of a lower leg (tibia) by inserting an Mg disk 

and six further screws made of steel. In this patient, massive subcutaneous swelling 

associated with pain was observed as a result of too rapid H2 gas evolution. Due to 

the unsolved problem of the Mg corroding too rapidly, the use of metallic materials, 



    15 

such as titanium and steel, was preferred from the middle of the 19th century to the 

beginning of the 20th century because of their stable mechanical properties. In 

today's literature, studies on the clinical application of Mg as a bioresorbable 

implantation material can already be found. Nevertheless, it is of relevance to 

investigate this material especially with regard to a potential co-implantation with 

another material and its long-term effect (2, 9, 10). 

 
 

1.1 Dental implantology materials 
 

Current materials used in dental implantology and especially in bone tissue 

engineering can be divided into different categories. 

As shown in figure 1, one way to classify these materials would be in terms of their 

chemical background. Dental implantology materials can be classified into ceramics 

(zirconia and alumina), metals (steel and titanium) and polymers (11-13). 

 

 

 

Figure 1: Biomaterials and their field of clinical application based on examples (13) 
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1.1.1 Need for bioresorbable materials in oral and orthognathic 

surgery 

 

In oral surgery, existing bony defects such as horizontal and/or vertical bone 

resorption can be reconstructed by periodontal/surgical procedures using 

augmentations to provide sufficient stability for tooth replacement using implants. 

The augmentations can be carried out with the help of different materials. On the 

one hand, a distinction is made between 

i. Autogenous replacement material 

ii. Allogenic replacement material 

iii. Xenogenic replacement material 

iiii. Alloplastic replacement material. 

Whereby autogenous replacement material, i.e. material in which the donor and 

recipient are the same person, represents the gold standard due to the low risk of 

rejection and immune reaction. The most common way of obtaining autogenous 

replacement material is by intraoral harvesting, more precisely in the region of the 

ramus mandibulae (14-16). Collagen membranes are commonly used to cover 

those defects. These bioresorbable membranes serve as a barrier and restrict the 

ingrowth of epithelial tissue into the bony defect, thus allowing the bony healing of 

the defect to progress. In some clinical situation, the membranes are screw to the 

bone to fix it and to avoid any malposition of the membranes.  

To the date, fixation screws made of Ti are used in the field of oral surgery. 

Promising studies have already been conducted using Mg screws as fixation 

materials in mandibular fractures.  

Therefore, there is also a need for further research in the field of dentistry regarding 

the application of bioresorbable materials and especially regarding the use of a 

combination of different biomaterials such as Mg and Ti (17-19).  
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1.1.2 Ceramics 

 

These biomaterials also have good biocompatibility and bioresorbability. In addition, 

they are non-toxic and non-immunogenic. 

Therefore, they are commonly known for their clinical usage as bone grafts. 

When considering ceramics in terms of the biological reaction they trigger in the 

tissue of the implant site, a distinction can be made between: 

a. bioresorbable 

b. bioinert  

c. and biodegradable ceramic materials. 

Bioresorbable as well as biodegradable materials are both capable to interact with 

the bone and the bone tissue. Over time, the degrading material is replaced by 

normal functional bone. With bioinert materials there is no biological interaction with 

the human body and consequently no rejection reactions occur. The ceramics are 

mostly made of tricalcium phosphate (alpha- and beta- TCP) or hydroxyapatite (HA). 

A distinction is made between the different crystalline forms Alpha-TCP (a) and 

Beta-TCP (b). Due to the instability and cytotoxicity that a-TCP exhibits, it is not 

considered relevant in clinical practice. b-TCP, has a chemical structure quite similar 

to boneôs and therefore osseointegration and osteoconductive properties related to 

hydroxyapatite. The disadvantage of HA is its very slow degradation and resulting 

long retention in the body or insertion site. 

Both ceramics made of pure hydroxyapatite and a two-phase hybrid of 

hydroxyapatite together with b-TCP find application in clinical use. Those so-called 

biphasic calcium phosphates find a wide range of applications mainly due to their 

biocompatibility and good osteoconductive potential. 

The components of these biphasic calcium phosphates are both hydroxyapatite 

(HA) and beta-tricalcium phosphate (b-TCP), with a usual composition of 60 % HA 

and 40 % TCP usually being used. Like it is shown in the following figure 2, one of 

the advantages of ceramics is their porous structure which promotes 

osteoconductivity by ensuring a good supply of nutrients to the bone tissue that 

settles on the surface of the implants. 

Another disadvantage is the unprevisible degradation rate, which can take a long 

time in certain cases. 
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The high stiffness and low fracture and tensile strength can be seen as a negative 

attribute and leads to the fact that an application in the load-bearing area is not 

considered sensible (13, 20-24). 

 

 

Figure 2: Biodegradable polymers and its benefits and disadvantages (22) 
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1.1.3 Polymers 

 

Polymers which are used in a variety of medical applications, such as orthopaedic 

fixation materials like pins or screws, are made from the raw material lactic acid. 

Among the most commonly used are polylactic acid (PLA), polyglycol acid (PGA) 

and polylactic glycol acid (PLGA). 

The group of polymers can demonstrate some positive properties like 

biodegradability and biocompatibility that make them attractive implantation 

materials. The hydrolytic degradation of the polylactides result in random hydrolysis 

of their ester bonds. Any by-products that arise during the degradation of the 

polymers do not have any negative influence on the human body. 

The lactic acid produced by the degradation of polylactic acid (PLA), because of 

their ester bonds being hydrolysed, is removed from the body via the citrate cycle. 

The following by-products being produced are water (H2O) and carbon dioxide (CO2) 

which are eliminated through the lungs. Another advantage is the malleability of the 

synthetic polymers, which allows them to be shaped into a wide variety of forms. 

This is based on their thermoplastic properties. 

However, as seen in the Figure 3 above, polymers present also inconsiderable 

disadvantage such as a lower mechanical strength in comparison with Mg, other 

metals as well as ceramics. More precisely, the mechanical strength is reduced 

about half that of Mg. Thus, polymers are predominantly used in areas such as soft 

tissue reconstructions (20, 22, 25-29). 

 

Figure 3: Biodegradable polymers and its benefits and disadvantages (22) 

  



    20 

1.1.4 Metals 

 

Metals are frequently used materials in medical fields and especially in areas such 

as load bearing applications where their excellent mechanical strength and fracture 

resistance are required. 

Stainless steel (SS), titanium (Ti) and its alloys as well as cobalt-chromium (CoCr) 

alloys are conventional metallic implantation materials which, in addition to their 

positive properties as mentioned above, are also are accused of causing following 

disadvantages: 

- In case of load bearing application, a so-called stress-shielding effect may 

occur because the metals (SS, Ti, CoCr) have much higher elastic modus 

compared to the bone. 

Thus, when loads are applied after insertion of the implant, the metallic 

implant takes much greater share of the load and the surrounding bone is 

less stressed. This stress shielding increased bone resorption around the 

implant. 

- The corrosion of metals results in the release of metal ions which can 

introduce an inflammatory response. 

In recent decades, various bioresorbable metallic implantation materials such as 

magnesium (Mg), zinc (Zn) and iron (Fe) have been developed (22, 25). 

The properties that make Fe an interesting bioresorbable metal include high ductility 

and a high elasticity mode. The slow degradation rate of Fe can be increased by 

alloying it with, as an example, manganese (Mn). Zn is a non-toxic element which 

occurs physiologically in the human body while playing an important role in the 

immune system. The material properties of pure zinc include low rigidity and 

plasticity but also the capability to inhibit corrosion which is why Zn is used as an 

alloying element. 

Mg has several properties that make it a very good bioresorbable material (Figure 

4). These include excellent biocompatibility, osteoconductivity by promoting 

osteoclast activity, density and elastic modus similar to that bone and therefore 

preventing the occurrence of the stress shielding effect.  

One reported disadvantage of high pure Mg is the high corrosion rate. Therefore, to 

reduce the corrosion rate, some alloying system as well as changes and 
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modifications of the Mg implants surface were developed and discussed in several 

existing studies.  

Mg corrodes in the physiological environment by releasing species such as Mg2+ 

ions, alloying elements, hydrogen gas (H2) and ions (OH-). In the case of a 

particularly high accumulation and release of H2 gas in the surrounding tissue, this 

can lead to a delay in bone healing and following decrease in implant stability or 

even loss of the inserted device (1, 2, 13, 20, 30). 

 

 

Figure 4: Biodegradable Mg and its benefits and disadvantages (22) 
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1.2 Magnesium and its advantages 
 

Magnesium is known as one of the lightest structural metals especially in terms of 

the density, which is 1.74 g/cm -3 at 20°C. Whereas the density of the bone is 

approximately 1.9 g/cm -3 and thus a similarly high density is present. It counts 

among the most abundant elements and is the eighth most abundant element in the 

outer layer of the Earth. 

The human body is supplied with the bioactive trace element Mg partly intracellularly 

bound to chelators such as adenosine triphosphate (ATP) or adenosine diphosphate 

(ADP), and partly extracellularly and thus mainly via the blood. 

Since the concentration of serum Mg is very well regulated, changes in homeostasis 

mostly affect extracellular Mg. The extracellular Mg, also called serum Mg, accounts 

for about 1% of the total balance of occurrence in the human body. As shown in the 

following figure 5 the extracellular Mg can be found bound to proteins, ionized as 

well as complexed (25, 31-34). 

 

 

Figure 5: Illustration of the different systems regulating the balance of Mg located 
in the human body (31) 
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It is known that Mg is implicated in hundreds of enzymatic reactions in the human 

body (35, 36). Especially in those reactions regarding transfer, bearing and usage 

of energy. 

The regulation of the Mg balance in the human organism is influenced by various 

complex mechanisms. These include for example storage in the bones (Figure 6), 

where more than 50% of the Mg in the human body is gathered and absorption via 

the digestive organs, especially via the jejunum and ileum. 

The excretion of Mg present in the body occurs via renal excretion and so the control 

of Mg homeostasis is controlled via the kidneys. Hypomagnesemia and thus a Mg 

deficiency correlates with a decrease in bone density (2, 31, 37, 38). 

 

 

Figure 6: Average percentage occurrence of Mg in the body if a healthy adult (32) 

 

Due to its distinguished compatibilities such as a bone resembling density and 

elastic modulus as well as an outstanding biocompatibility and osseointegration, it 

has become established to use Mg as a biodegradable medical implant and 

therefore a possible alternative to conventional durable implant materials in different 

fields of medicine. Due to the elastic modulus similar to bone, the so-called stress 

shielding effect can be minimised, which would lead to the negative effect of 

resorption of the bone tissue according to the Wolff's law. Wolff's law means that 

bone is able to optimise its own structure in terms of density under changing loads 

so that it can continue to perform its maximum function. Mg mechanical strength 
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which provides respectively minimizes the stress shielding effect leads to the fact 

that they find usage in load bearing applications (39-41). 

 
 

1.2.1 Degradation of Magnesium 

 

The degradation of Mg and its alloys occurs in an aqueous environment due to the 

electrochemical reaction that is induced. 

This reaction of Mg with water in aqueous solution leads to the formation of 

Mg(OH)2, i.e. magnesium hydroxide as well as the formation of H2 gas.  

Mg(OH)2 as an insoluble product forms a kind of protective layer or barrier on the 

entire surface of the implant which protects against a too rapid corrosion reaction.  

However, due to the binding to chloride ions if a concentration above 30mmol/L is 

prevailed, the Mg dissolves from the passive protective layer and the soluble 

magnesium chloride (MgCl2) is formed. This can be transported further and excreted 

from the body. According to the literature by Song et al., the tolerable limit of the H2 

gas formed is an average formation of 0.01 mL/cm2 per day (20, 42, 43). 

 

The presence of chloride ions in the surrounding tissue influences the speed of 

degradation. Due to the constant exchange of chloride ions between the circulating 

blood and the surrounding tissue, a steady equilibrium of chloride ion concentration 

cannot be achieved, and degradation takes place until the implant is completely 

degraded (44).  

Another factor that influences degradation is the pH value. An alkaline pH, i.e. >11.5, 

promotes the formation of the protective hydroxide layer and thus prevents too rapid 

degradation. In comparison, the pH value found in the in vivo environment, i.e. 

pH<11.5, accelerates degradation. Thus, in summary, a high chloride ion 

concentration in the surrounding tissue as well as a pH value < 11.5 lead to an 

unstable hydroxide layer associated with a fast corrosion rate on the implant surface 

(37, 44). 

 

A therefore not inconsiderable problem that has been shown with the use of 

resorbable Mg implants is the rapid rate of degradation that may occur. This leads 

not only to the development and increased release of exactly this just mentioned H2 
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but also consequently to the formation of cavities around the placed implant which 

subsequently leads to a loss of implant stability (45, 46). 

As H2 is a corrosion product of Mg in aquatic environments, it can be assumed that 

hydrogen is predominant in these cavities circularly around the implant (47). 

It is known from numerous in vitro and in vivo studies that the degradation of Mg is 

not only influenced by the pH value and the concentration of chloride ions but also 

further various factors such as the temperature of the environment but also the 

composition of the alloy used (Figure 7). Slowing and reducing the corrosion rate of 

Mg, and thus reducing the formation of H2, can be achieved by adding various 

biocompatible alloying elements such as Al, Zn, Mn, Zr and Ca. 

Another way to reduce the degradation rate, is for example adding rare earth 

elements (REE) to those Mg alloys compostition. Representatives include elements 

such as Yttrium (Y) or Gadolinium (Gd).  

However those REE are not physiologically present in the human body and must be 

cited that the occurrence of apoptosis and necrosis has been demonstrated with the 

use of Mg-alloyed implants containing those rare earth elements (2, 4, 48-50). 

 

 

Figure 7: List of factors influencing the degradation behaviour of Mg and its alloys (1, 44) 
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1.3 Magnesium alloys 
 

Magnesium and its alloys are suitable for use in medicine not only because of their 

excellent biocompatibility and properties such as the elastic modulus similar to those 

of bone but also because of their great mechanical possessions. 

Thus, the elastic modulus of the human bone is about 40 to 57 GPa, while pure Mg 

has a modulus of elasticity of 45 GPa. 

Mg is considered one of the most abundant bioactive trace elements in the human 

body and its ability to promote osteoclast activity can stimulate bone formation, 

growth and healing. This osteoconductive property leads to improved 

osseointegration of implants inserted. Another advantage in the use of Mg and its 

alloys is the fact that there is no need for a second operation to remove the 

implantation material from the healed insertion point and therefore avoiding possible 

comorbidities (2, 6, 42, 51-53). Within the last years, several in vitro as well as in 

vivo investigations have been reported, in which Mg alloys with different chemical 

compositions were tested (54). 

 

A restriction or limitation with regard to clinical applications is the rate of degradation, 

which is associated with loss of structural integrity if it progresses too fast. It is 

therefore desirable that the rate of degradation of the Mg alloys tone with the rate of 

healing of the bone and thus is not too rapidly (45, 49, 55-57). 

 

 

1.3.1 Pure Magnesium 

 

The degradation rate of high-purity (HP) Mg (99.99%) has been reported between 

10,5-210 mm per year (58). When looking at the differences in the rate of 

degradation between HP Mg and other Mg alloys, the former seems to have a much 

slower degradation. This can be due to the low contamination of HP Mg by 

impurifying elements such as Fe, Ni or Co. Low contamination is when the 

concentration of the contaminating elements remains below the tolerance limit of 

the respective element. In order to prevent a strong acceleration of the degradation 

and thus to achieve a good corrosion resistance, it is important not to exceed the 
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tolerance limits of the impurities. This means that a purification of the Mg alloys to 

achieve the desired slowing down of the degradation can be reached by adding pure 

Mg (59-62).  

 

 

1.3.2 ZX00 

 

Alloy ZX00 (MgZnCa; <0.5 wt.% Zn and <0.5 wt.% Ca) is a composition of Mg with 

calcium (Ca) and zinc (Zn).  

Ca has a low density of 1.55 g/cm3, occurs physiologically in human bones and 

plays an important role in cellular signal transmission. By adding Ca to the alloy 

compositions, a positive effect on bone healing can be achieved. The proportion of 

Ca should not exceed a concentration of 1%. 

Zn is an significant representative of the trace elements found in the human body 

and is essential for immunological function and metabolism. If it is added to an alloy, 

this increases the tolerance to impurities from other elements and consequently 

leads to an increase in corrosion resistance. The addition of Zn also reduces H2 gas 

evolution. Cai et al. were able to demonstrate an increase in mechanical strength 

and corrosion resistance with a Zn content of up to 5 wt.% (2, 63-66). 
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1.4 Titanium and itôs alloys 
 

The metal titanium has the atomic number 22 in the periodic table of the elements 

and thus belongs to the transition metals. It also has a very low density of only 

4.5g/cm and is silver in colour. The melting point of this metal is 1668° Celsius (67, 

68). 

 

The use of Ti and its alloys as well as other metals such as stainless steel (SS) or 

alloys based on cobalt- chromium (CoCr) has been practiced in medicine for 

decades. This is because of this element's excellent biocompatibility, minimal 

toxicity, enhanced resistance against corrosion and exceptional mechanical and 

elastic properties. Due to these possessions, Ti has become a commonly used 

material and is still considered the gold standard in the selection of implantation 

materials in different medical fields and particularly in dentistry. It is found both in 

endosseous dental implants as well as in prosthetic restorative materials. 

The application of Ti as well as other metallic materials can be found mainly in areas 

where a property of particularly high fracture toughness is required. Ti is therefore 

primarily used in load bearing applications (4, 25, 69, 70). 

 

Another property that should be mentioned is the ability to form a direct bond with 

the tissue of the bone. This can be explained by the presence of a thin oxide layer 

that forms on the surface of the titanium with a thickness of approximately 1.5-10 

nanometer. This oxide layer is formed when the metal is exposed to air or water 

during manufacturing and production.  

The emerged passive oxide layer is responsible for the ability to achieve a good 

osseointegration. In addition, it also provides a good corrosion resistance as this 

layer prevents too much electron flow between the implant and the peri-implant 

tissue (71-73). 

 

Different mechanical properties between bone and Ti materials have been noticed 

especially regarding fracture toughness and mechanical strength. Ti has in 

comparison to Mg a modulus of elasticity not comparable to that of bone.  

Due to the stiffness of this metal and its alloys, that is almost twice as high as that 

of the bone, the stress shielding effect may emerge.  
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This is due to the altered loading of the bone that occurs during Ti implant 

placement. When this so-called stress shielding effect occurs, the load that the 

implant must bear is much higher than that of the surrounding bone tissue. 

According to Wolff's law, the bone reacts to stress as it comes to remodelling and 

this on the other hand leads to resorption of the surrounding bone tissue, resulting 

in reduced stimulation of bone growth and impaired implant stability. 

In the field of orthopedics, especially in case of high bearing loading, this stress 

shielding can lead to revision surgery and explantation of the implants placed with 

a possible risk of potential comorbidities. From a radiological point of view, this 

phenomenon is determined as radiolucent areas (50, 68, 74-76). 

 

Regarding the use of titanium in the field of oral implantology, no proven long-term 

clinical damage has been recorded to date. Nevertheless, possible negative effects 

in the surrounding tissue and thus on the human body due to the absorption of 

titanium ions in body fluids, for example, are critically discussed in the literature (25, 

77). 

 

 

1.4.1 Pure titanium (cp-Ti) 

 

Pure titanium or also called commercially titanium is classified in 4 different degrees 

of purity, which are characterized by the different contents of oxygen (O), carbon 

(C) and iron (Fe). 

Grade 1 means that the lowest level of impurities with carbon, oxygen and iron is 

present. As the oxygen content increases, the strength increases, and the 

toughness properties are minimized.  

It should be mentioned that the Ti implants used in dentistry mostly have a purity 

grade of 4, as this has a particular strength (12, 78-80). 
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1.4.2 Ti-6Al-4V 

 

Modification with regard to the phase composition of titanium and thus also changes 

in properties can be achieved by the addition of different alloying elements such as 

aluminium (Al), iron (Fe), silver (Ag) or vanadium (V) (68). 

 

Ti-6Al-4V also known as Grade V titanium is one of the most commonly used 

titanium alloys in medicine. In orthopaedics, for example, as fixation screws for bone 

fractures, but also in dentistry as a conventional material for implants, pins and for 

prosthetic superstructures like crowns and bridges. This alloy is constituted as 

follows: 6 wt% aluminium and 4 wt% vanadium (81, 82). 

 

However, the use of this alloy potentially releasing vanadium and aluminium ions, 

can lead to health consequences such as an allergic reaction up to severe physical 

damages like peripheral neuropathy or Alzheimer diseases. Some studies reported 

toxic effects on the body when implants of this alloy are left in place for a longer 

period of time (68, 83, 84). 
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1.5 Galvanic corrosion  
 

Galvanic corrosion happens when two unlike metals with different electrochemical 

potentials, such as Ti and Mg, meet in the presence of an electrolyte which offers 

them a path for the transfer of electrons (e-) (25, 67, 85). The result is a transfer of 

electrons from the anode to the nobler metal, the cathode (Figure 8). This causes 

corrosion and therefore the release of undesirable corrosion by-products of the 

anode (25, 86, 87). 

 

Mg occupies the place of the most reactive metal in the entire electrochemical series 

with an electrochemical potential of -2.37 V and thus represents the most active 

metal in galvanic series, which causes it to become anodic in any corrosion reaction. 

In contrast, Ti has an electrochemical potential of -1.63 V and has therefore an 

electrochemical potential similar to that of Mg. In order to keep the corrosion rate as 

low as possible, it makes sense to use metals such as Mg and Ti for co-implantation, 

as they have very similar electrochemical potentials (25, 88). 

 

 

Figure 8: Illustration of a galvanic reaction between metals (Ti and Mg) of different 
electrochemical potentials (25) 
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In their publication, Song and Atrens define the process of corrosion as ñall physical 

and chemical features and processes involved when metallic magnesium is 

exposed to an environmentò (89). 

 

Considering the corrosion reactions of biodegradable metals such as Mg alloys, 

anodic dissolution as well as cathodic reduction reaction occurs under physiological 

conditions. Immediately after the biodegradable Mg has contact with a body fluid 

such as saliva, it acts as an anode and an anodic reaction occurs as shown in 

Equation 1 (90-92). 

 

Equation 1: 

ὓᴼὓ  ὲὩ 

 

 

In Equation 2, electrons generated in this reaction are consumed to reduce water. 

This process corresponds to a cathodic reaction. These anodic and cathodic 

reactions take place on the entire surface of the inserted implant. 

Physiological conditions such as the presence of proteins or chloride or hydroxide 

ions, as well as dissolved oxygen, provide a corrosive environment for Mg (90-92). 

 

Equation 2: 

ςὌὕ ςὩ  O  Ὄ ςὕὌ 

 

 

Equation 3 shows the hydroxide layer formed on the entire surface of the Mg. This 

layer can be considered as a kinetic barrier and prevents further chemical reactions 

from occurring on the surface. However, the presence of chloride ions can result in 

an even more rapid degradation of this passive protective layer (50, 90-92). 

 

Equation 3: 

ὓ ὲὕὌ O  ὓ ὕὌ  
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In general, the corrosion behaviour of metals and their alloys is determined by the 

potential of the aqueous environment. These potentials are not constant values but 

can change depending on the type and composition of the electrolytes. Thus, the 

corrosion rate is also influenced by the existing pH value in the surrounding tissue 

and its fluctuations (25, 67). 

Also, due to the chloride ion concentration in the human body fluid, the related 

corrosion rate increase. Not only water, proteins and dissolved oxygen are found in 

human body fluids. But also, a number of chloride and hydroxyl ions which, as 

mentioned above, leads to the development of a corrosive environment for the Mg.  

Due to the negative electrochemical potential of Mg, metal ions begin to migrate 

from the surface of the metal into the surrounding fluid. These ions in turn begin to 

form species capable of forming an oxide layer on the surface of the metal. 

This layer adheres to the entire surface of the metal and serves as a passive 

protective layer. As a result, further migration of free ions on the metal surface can 

be prevented. 

Corrosion is also always associated with the formation of H2 as a corrosion by-

product, which spreads or accumulates in a circular manner around the implant in 

the bone tissue and leads to a formation of subcutaneous gas bubbles.  

As a result, alkalinisation of the solution or local alkalization in the area of the implant 

can occur and consequently an imbalance of the pH-dependent reaction equilibrium 

(25, 42, 92, 93). 

 

In order to reduce the corrosion rate of Mg alloys, besides the possible change in 

alloy composition different implant modification methods are used. These can be 

changes of the implant surface properties by for example laser peening or 

modifications of the surface by coating of single, double or multiple layers of for 

example HA or polymers but also by the application of chemical processes (50, 94-

96).  
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2 Hypothesis and aim of this study 

 

In the field of oral implantology, two types of implants are used clinically: (i) semi-

permanently implant to restore the shape and function of the defect site, usually 

composed of titanium, (ii) those placed temporarily for instance bioresorbable bone 

fixation materials. In the last decades, Mg and its alloys have shown to be a 

bioresorbable alternative to conventional implant material due to their excellent 

biocompatibility, mechanical properties, biodegradability and osteoconductivity. 

Because of their opposite potential in the galvanic series, Mg and Ti are subject to 

galvanic corrosion which can affect their mutual influence on material properties and 

degradation rates. 

The aim of this study is to investigate in vivo the corrosion kinetics between co-

implanted durable (Ti) and bioresorbable (Mg) material, and to evaluate their mutual 

influence on material properties and degradation rates. 

 

In summary, the following assumptions were made: 

i. Because of their opposite potential in the galvanic series, we expect that 

Mg-based implants will degrade faster in presence of Ti. 

ii. Moreover, we hypothesize that the distance (5 mm or 10 mm) between the 

two different materials will influence the degradation of Mg-based implants. 

 

This animal experiment involved transcortical co-implantation of titanium (Ti-6Al-4V) 

and magnesium (ZX00) pins made with Mg-0.45 Zn-0.45 Ca in wt% to test the 

above-mentioned hypotheses. 

In order to be able to quantify the mutual influence of the materials with regard to 

degradation, formation of H2 gas on each other, the rats were randomly divided into 

four different groups. 

In the first group (group 1), Ti and ZX00 pins were co-implanted with a distance of 

5 mm, for the second group (group 2) Ti and ZX00 pins were co-implanted with a 

distance of 10 mm. There were also two control groups in which the ZX00 pins were 

separated by a sham spaced by 5 mm (group 3) and 10 mm (group 4). 
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3 Material and methods 

 

3.1 Ethical statement 
 

Small animal experiments were approved by the Austrian Federal Ministry of 

Science and Research and followed the guidelines for the accommodation and care 

of animals formulated in the European Convention for the Protection of Vertebrate 

Animals used for Experimental and other Scientific Purposes.  

In accordance with the 3R principles (replace, reduce and refine), all animal 

experiments were conducted in a way that minimised animal suffering. 

The experimental animals had an acclimatisation period of 7 days after arrival until 

the start of the experiment. 

 

 

3.2 Materials 
 

The Mg-based alloy, ZX00 (Mg-0.45 Zn-0.45 Ca in wt%), was used in this study. 

This material was co-implanted with turned Ti-6Al-4V (Titanium grade 5). Pins (Ø= 

1.4 mm, h = 6 mm) were used for this in vivo study. After production, the samples 

were packaged and sterilized by gamma radiation dose. 

 
 

3.3 Method 
 

3.3.1 Experimental design 

 

Twenty-four male Spraque Dawley® rats (n=24) at the age of 4 weeks (body wt 120-

140 g) were randomly assigned to four experimental groups. 

The animals were housed in a conventional facility with a day/night cycle of 12 hours 

each. Permanent access to food and water was also provided for the entire study. 
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As above mentioned, the rats were divided into 4 groups of 6 rats per each group.  

The transcortical implantation of the pins was performed in both the right and left 

diaphysis of the tibia of each rat. In Table 1, the group distribution of the test animals 

is explained as follows: 

In the first group, the transcortical co-implantation of the ZX00 pin with the Ti pin 

was carried out at a distance of 5 mm from each other. 

In group 2, however, the implantation of the same materials took place with a 

distance of 10 mm. 

In group 3, a ZX00 pin and a sham were implanted transcortical at a distance of 5 

mm from each other. 

In group 4, a sham was implanted with a distance of 10 mm to the ZX00 pin. 

 

Group 1 ZX00 co-implanted with titanium with a spacing of 5 mm 

Group 2 ZX00 co-implanted with titanium with a spacing of 10 mm 

Group 3 ZX00 without titanium with a spacing of 5 mm 

Group 4 ZX00 without titanium with a spacing of 10 mm 

Table 1: experimental design groups 



    37 

 

Figure 9: Illustration of the experimental design using the example of a femur 

On the top left, experimental group 1 with the co-implantation of ZX00 with Ti with a distance 
of 5 mm. On the top right, experimental group 2 with co-implantation of ZX00 with Ti at a 
distance of 10 mm. At the bottom left and right, experimental groups 3 and 4, and thus 
control groups, are shown with implantation of ZX00 at a distance of 5 mm and 10 mm with 
a Sham 

 

Six randomly chosen rats per group (i.e. twelve femora) were investigated by µCT 

evaluation at prearranged time points. The implementation took place on the day of 

the implantation as well as 4-, 8- and 12- weeks post-implantation. Which results in 

a total observation period of 12 weeks. The rats were subsequently sacrificed at 

week 12 as well as they were subjected to histological analysis at week 12 post 

implantation. 
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3.3.2 Surgical procedure 

 

Both the implantation of the pins and all following examinations were performed 

under general anaesthesia. The anaesthesia is given by 0.1 ml/100 g bodyweight 

(bw) FDD anaesthetic solution subcutaneous (s.c.) (Table 2) and is antagonized 

with 0.1 ml/100 g bw antidote solution intraperitoneally (i.p.). (Table 3) 

Postoperatively, after assured awakening, the rats are returned to the animal house. 

Immediate postoperative pain therapy is given by 0.4 ml s.c. administration, and for 

1 week postoperatively via drinking water. (Table 4 and 5) 

Under anaesthesia, the fur was shaved over the entire tibia of the rat. The shaved 

area was sterilely washed with Betadine solution. 

A skin incision of approximately 1 cm length was made in the already disinfected 

left and right area of the tibia. 

The cortical bone is then dissected free, sparing the musculature, and then on the 

tibial diaphysis, two parallel transcortical implantation beds with a diameter of 1.6 

mm and a spacing of either 5 or 10 mm were pre-drilled individually. 

In the group 3, however, only one transcortical implantation bed was pre-drilled in 

the diaphysis of the rats tibia. 

In the groups in which a co-implantation of magnesium and titanium was planned, 

the Mg-alloy pins were implanted at the distal part of the tibia and the Ti-pins will be 

implanted at the proximal part. To avoid thermical necrosis of the bone tissue, the 

drilling was performed under constant irrigation with physiological saline solution. 

The cylindrical implant was then inserted into the newly created drill channel and 

the wound was subsequently closed in layers with a resorbable suture with Vicryl 

rapid 4-0 single button sutures. 

 

 

Medicament  Active ingredient  

1 ml Fentanyl 50 µg Fentanyl 

1 ml Dormicum 1 mg Dormicum 

0,5 ml Domitor 0,5 mg Medetomidin 

Table 2: composition antidote solution 
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Medicament  Active ingredient  

4 ml Anexate 0,4 mg Flumazenil 

0,5 ml Antisedan 2,5 mg Atipamezol 

1,5 ml NaCl  

Table 3: postoperative pain medication s.c. 

 

Medicament  Active ingredient  

1 ml Rimadyl 50 mg Carprofen 

50 ml NaCl  

Table 4: postoperative pain medication (drinking water) 

 

Medicament  Active ingredient  

4 ml Dipidolor 15 mg Piritramid 

20 ml Glucose 5%  

250 ml water  

Table 5: composition FDD anesthetic solution 

 

 

3.3.3 Euthanasia 

 

For euthanasia, volatile Isoflurane was deployed for sedative anaesthesia of the 

animals. Followed by subsequently injection of 25 mg sodium thiopental 

(Thiopental® Sandoz, Sandoz GmbH, Kundl, Austria) into the cardiac ventricle 

which led to immediate cardiac arrest. 

In the next step, the tibiae of rats were extracted, and all soft tissues were carefully 

removed. The bone implant specimens of ZX00 alloy was subsequently fixed in 

neutral buffered formalin solution and further processed for the following histological 

examination.  
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3.3.4 Microfocus Computed Tomography (µCT) 

 

In vivo µCT (Siemens Inveon µCT device) scans at a resolution of 35µm were 

performed at previously defined time points: immediate after implantation, 4, 8 and 

12 weeks after implantation.  

During the Microfocus computed tomography the animals were anesthetized with 

volatile isoflurane. 

The micro-CTs performed made it possible to observe parameters to be examined 

such as the rate of degradation and pin surface of the ZX00 pins in vivo, tibia lengths 

and to determine the subsequent adaptation of the bone tissue. 

After the scans were performed, the implanted pins and bubbles of emitted H2 were 

reconstructed as 3D models by using the image processing software MIMICS, 

version 23.0 (Materialise Mimics). Afterwards a quantification of the pin volume 

(mm3), pin surface (mm2), tibia lengths (mm) and gas volume (mm3) could be 

performed.  

 

 

3.3.5 Evaluation of implant degradation parameters of the ZX00 pins 

 

In order to obtain a precise quantification of the degradation behaviour of the 

implants including implant volume, surface and gas volume, each tibia of the 24 rats 

was considered individually. 

For this purpose, the "Image - Reslice-Images" function was used to display the 

implant in all three planes and in all layers in such a way that an exact assessment 

was possible. The evaluation was carried out using MIMICS software, version 23.0 

(Materialise Mimics). 

 

 

3.3.6 Evaluation of degradation and implant surface of the ZX00 pins 

 

For the three-dimensional (3D) representation of the implants, a mask was first 

placed on the images. This was done by activating the tool "Segment - New Mask". 
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For this, a threshold value for the Hounsfield (HU) units, which was approximately 

220-3000, was specified.  

Since the bone and the placed ZX00 implants have similar HU units, which in turn 

makes it difficult to differentiate the implant surface from the bone, the threshold 

units were reworked by an individual adjustment. By separating the µCT images 

using the "Segment - Split Mask" tool, an accurate representation of the implants 

could be achieved by colouring the bone red and the ZX00 pin blue (Figure 10, b.). 

This function also required manual post-processing of each slice in the axial, 

longitudinal and coronal planes to achieve an exact representation of the implants.  

Lastly, the tool "Mask - Calculate part" was selected to obtain a 3D representation 

of the implant. Then a quantitative analysis of the implant surface (mm2) and the 

implant volume (mm3) could be carried out. 

 

 
a. 
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b. 

 

 

c. 

 

Figure 10: µCT images 

For the analysis of the parameters implant surface, implant volume and hydrogen gas 
volume, µCT images (a.,b. and c.) were acquired at the defined time points T 0, W 4, W 8 
as well as W 12 and analysed and quantified with the software MIMICS, version 23.0.  
Representation of the proximal tibia bone including an inserted ZX00 pin (a.). In order to 
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distinguish the bone (red) from the ZX00 pin (blue) and thus quantify the parameters to be 
examined, the function "Segment - Split Mask" was activated in the MIMICS software, 
version 23.0 (b.). With the help of "Mask - Split Mask" the emitted peri-implant H2 gas 
bubbles are made identifiable (c.). 

 

 

a. 

 

b. 

 

c.

 

d.

 

 

Figure 11: 3D reconstructed ZX00 pins via Mimics software, version 23.0 

Three-dimensional representation of the surface of the ZX00 implants using the MIMICS 
software, version 23.0 (Materialise Mimics) to quantify the implant volume (mm3) as well as 
the implant surface (mm2) and gas volume (mm3) using the example of the left tibia 
(9051_left) at the time points T 0 (a.), W 4 (b.), W 8 (c.) and W 12 (d.). 
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3.3.7 Evaluation of the H2 gas volume of the ZX00 pins 

 

Another mask was activated by the ñSegment ï New maskò tool. For this purpose, 

the threshold values of the HU units were defined in advance with -1000 to -1050, 

although an individual adaption of these was also required at this point. 

In the next step, a 3D model of the H2 gas was created using the tool ñMask ï 

Calculate partò and then the volume of the evolved gas was calculated in mm3. 

 

 

3.3.8 Evaluation of the Tibia length 

 

The evaluation of the measuring tibia length is done by marking the eminentia 

intercondylaris as well as the lowest point of the facies articularis at the tibiae and 

measuring the distance between our measuring points by selecting the function 

"Measure - Length" at all time points (T 0, W 4, W 8 and W 12). 

 

 

3.3.9 Histological test 

 

In order to be able to perform the histological examination, the tissue blocks which 

contained the implants were fixed in neutral buffered formalin solution, dehydrated 

in ascending grades of alcohol and embedded in light-curing resin. 

For processing the samples, we used Technovit® 9100 which is a low temperature 

Methyl methacrylate (MMA) embedding system. 

After polymerization, those specimens got cut through the central axis of the implant 

as well as parallel to the longitudinal axis of the tibial shaft. 

150µm thin sections were prepared using a microtome saw with a diamond blade. 

The produced ground sections were stained with methylene blue and basic 

fuchsine. Qualitative histological evaluation has been carried out by to use of a light 

microscope. 
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3.3.10 Statistical analysis 

 

The parameters of our study's data were assessed, reported as means ± standard 

deviations (SD), and their means were compared using an ANOVA. 

P-values of less than 0.05 (<0.05) were considered significant for the statistical 

analysis, which was conducted on the material ZX00 at the indicated time points T 

0, W 4, W 8, and W 12. 
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4 Results 

 

The Sprague-Dawley® rats, randomly divided into four groups (groups 1-4) of six 

animals each, underwent a transcortical implantation of the pins in the right and left 

tibia. 

The six animals in group 1 underwent transcortical co-implantation of the Mg-pins 

(ZX00) and Ti pins at spaced by 5 mm. In group 2, the same implantation took place, 

but with a distance of 10 mm. 

In group 3, which served as the control group, the animals were implanted with 

ZX00-pins and sham-pins at a distance of 5 mm. 

In group 4, which also served as a control, the sham was co-implanted with the 

ZX00-pin at a distance of 10 mm. 

 

In vivo µCT was performed at predetermined time points. These time points were 

directly on the day of implantation (T 0) and at week 4 (W 4), 8 (W 8) and 12 (W 12) 

post-implantation. Using these µCT images, the parameters to be investigated for 

our study, such as ZX00 implant volume, gas volume, implant surface and tibia 

length, could be determined. 
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4.1 Magnesium implant volume 
 

In order to quantify the degradation behaviour of the implanted ZX00 pins, the µCT 

scans performed in vivo at the time points T 0, W 4, W 8 and W 12 were visualised 

with the image processing software MIMICS, version 23.0. 

Based on the scans performed at the different time points, the changes in the 

volumes of the Mg pins and thus the degradation behaviour was evaluated. 

 

The mean initial volume of the Mg pins (ZX00) at T 0, i.e. on the day of implantation, 

was 16.79 mm3 ± 0.77 mm3 standard deviation (SD) in group 1. After four weeks, a 

slightly smaller volume was recorded with an average value of 15.90 mm3 ± 0.59 

mm3. Thus, there was a slight increase in volume to a value of 16.42 mm3 ± 0.88 

mm3 in week eight after implantation. Another decrease in the mean volume to 14.89 

mm3 ± 0.88 of the ZX00 pins was recorded in week twelve. 

 

In group 2, the mean initial volume of the Mg pins was 15.92 mm3 ± 0.38 mm3 at 

baseline (T 0). In terms of initial pin volume, there was a small increase in volume 

to 16.59 mm3 ± 0.52 mm3 by week 4 (W 4). By week eight, there was already a slight 

decrease in volume to 16.44 mm3 ± 1.99 mm3. Twelve weeks after implantation, the 

mean pin volume decreased to 14.76 mm3 ± 1.51 mm3. 

 

The mean initial volume (T 0) of ZX00 pins in group 3 was calculated with an 

average value of 16.00 mm3 ± 0.81 mm3. Four weeks after implantation (W 4), a 

small change in volume was observed at 16.07 mm3 ± 0.73 mm3.  

After eight weeks (W 8), a small decrease in pin volume to 16.03 mm3 ± 5.11 mm3 

was recorded. After twelve weeks, the pins had a mean volume of 14.15 mm3 ± 0.41 

mm3. Thus, there was a decrease in relation to the initial volume (T 0). 

 

In group 4, the mean ZX00 pin volume was 16.39 mm3 ± 0.84 mm3 directly after 

implantation. In week four (W 4), the mean volume was 16.12 mm3 ± 0.57 mm3 and 

thus showed a slight mean reduction. A reduction in volume from T 0 to T 4 could 

therefore also be quantified in this group. Eight weeks after implantation, a mean 

volume of 15.50 mm3 ± 0.81 mm3 was recorded. After twelve weeks, the mean 
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volume of 14.78 mm3 ± 0.82 mm3 showed a significant reduction compared to the 

initial pin volume. 

 

 

ZX00 implant volume (mm 3) 

 
Group 1 Group 2 Group 3 Group 4 

 
Mean SD Mean SD Mean SD Mean SD 

T 0 16,798 0,774 15,922 0,384 16,001 0,810 16,392 0,840 

W 4 15,907 0,591 16,586 0,525 16,074 0,729 16,117 0,567 

W 8 16,425 0,876 16,437 1,987 16,033 5,113 15,498 0,806 

W 12 14,895 0,876 14,756 1,509 14,150 0,413 14,784 0,820 

Table 6: descriptive statistics of the measured implant volumes (mm3) of the ZX00 
pins at the specified examination times 

 

 

In all groups (groups 1-4), a small reduction in the mean initial pin volume (T 0) was 

observed up to week four. 

From week four (W 4) to week eight (W 8), with the exception of group 1 where there 

was a minimal increase in volume, there was a small decrease regarding the mean 

age ZX00 pin volume in groups 2-4.  

After twelve weeks, the mean volume of the ZX00 pins decreased in all four groups 

compared to the initial volumes observed. 
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Implant volume loss
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Figure 12: Alteration in implant volume loss 

Demonstration of the development of the values (mm3) of the ZX00 implant volume at the 
time points T 0, W 4, W 8 and W 12. Shown as mean value ± standard deviation (SD). 

  




































